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The	 use	 of	 an	 electronically-tunable	 lens	 (ETL)	 to	
produce	 controlled	 phase	 shifts	 in	 interferometric	
arrangements	 is	 shown.	The	performance	of	 the	 ETL	 as	
phase-shifting	 device	 is	 experimentally	 validated	 in	
phase-shifting	 digital	 holographic	 microscopy.	
Quantitative	 phase	maps	 of	 a	 section	 of	 the	 thorax	 of	 a	
Drosophila	 melanogaster	 fly	 and	 of	 human	 red	 blood	
cells	(RBCs)	have	been	obtained	using	our	proposal.	The	
experimental	results	validate	the	possibility	of	using	the	
ETL	 as	 a	 reliable	 phase	 shifter	 device.	 ©	 2015	 Optical	
Society	of	America	
OCIS	codes:	(050.5080)	Phase-shift;	(070.7345)	Wave	propagation;	
(090.1995)	Digital	holography;	(100.5070)	Phase	retrieval.	
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Phase	shifting	interferometry	(PSI)	is	a	numerical	technique	originally	developed	 to	 recover	 the	 phase	 difference	 coded	 in	 interferometry	intensity	 recordings	 	[1].	 PSI	 allows	 the	 pixel-wise	 recovering	 of	 the	phase	difference	over	a	complete	plane,	producing	what	is	known	as	a	map	of	phase	differences.	Because	such	phase	map	accounts	 for	 the	optical	 path	 difference	 between	 two	 ways	 the	 light	 waves	 have	travelled,	 from	 its	 accurate	 computation	 wavelength	 sensitive	displacements	and/or	deformations		[2],	pressure	and/or	temperature	changes		[3],	index	of	refraction		[4],	among	many	other	variables,	can	be	precisely	determined.	As	the	phase	map	represents	the	phase	difference	with	respect	to	a	well-known	wave	 (reference	wave),	 the	 same	 PSI	 algorithm	 can	 be	utilized	 to	 compute	 the	amplitude	and	phase	of	 the	unknown	wave	(object	wave)	over	the	recording	plane	of	the	interferogram.	From	that	plane,	 the	 recovered	 complex	 amplitude	 can	 be	 numerically	propagated	to	any	other	plane,	which	can	include	that	where	is	located	an	object	that	introduces	the	phase	difference.	This	method	envisioned	by	Yamaguchi	and	Zhang		[5],	originated	what	is	currently	known	as	phase-shifting	 digital	 holography	 (PSDH).	 This	 technique,	 which	 is	counted	 among	 those	 that	 allow	 the	 numerical	 reconstruction	 of	digitally	recorded	holograms,	has	the	remarkable	feature	of	recovering	the	object	wave	without	the	zero	diffraction	order	and	the	twin	image,	
typically	 present	 in	 digital	 holography.	 This	 characteristic	 has	made	possible	 the	 utilization	 of	 PSDH	 for	 obtaining	 quantitative	 phase	images	(QPI)	in	in-line	configurations	to	study	surface	shapes		[6],	the	encryption	of	3D	information		[7],	the	3D	object	recognition	[8],	and	so	forth.	Despite	 the	 advance	 represented	 in	 the	 possibility	 of	 computing	phase	maps	or	even	complex	wavefields	by	means	of	PSI	algorithms,	the	 need	 of	 having	 several	 recorded	 interferograms	with	 very	 well	controlled	phase	shifts	between	them,	could	be	the	main	drawback	of	this	 numerical	 method.	 Two	 approaches	 have	 been	 proposed	 to	alleviate	 this	 disadvantage:	 i)	 the	 reduction	 of	 the	 needed	 phase	shifts	 	[9]	 and	 ii)	 the	 use	 of	 different	 experimental	 arrangements	 to	introduce	the	required	phase	shifts		[10].	Even	though	the	number	of	required	phase	shifts	can	be	reduced,	in	the	best	scenario	at	least	two	phase	shifts	are	needed.	Therefore	new	options	to	the	production	of	well-controlled	phase	shifts	are	always	welcome.	 In	response	to	 this	need,	 we	 introduce	 in	 this	 letter	 a	 PSI	 method	 based	 on	 an	electronically	 tunable	 lens	 (ETL)	 that	 shows	 a	 competitive	performance	 in	comparison	with	other	PSI	methods	based	on	opto-electronic	devices.	Different	mechanical	methods	 can	 be	 utilized	 for	 introducing	 the	controlled	phase	shifts	between	the	recorded	interferograms.	Perhaps	the	 most	 utilized	 is	 based	 in	 mounting	 a	 reference	 optics	 on	 a	piezoelectric	 transducer	 (PZT)	 	[5,11].	 This	 allows	 submicrometric	movements	 to	 produce	 the	 needed	 phase	 shifts.	 Displacement	 of	 a	plane	mirror,	rotation	of	a	half-wave	plate,	translation	of	a	diffraction	grating	or	tilting	of	glass	plate,	are	some	of	the	options	to	produce	the	phase	 shift	 	[1].	 Although	 the	mechanical-based	 systems	 are	widely	used,	 the	 main	 drawbacks	 of	 these	 methods	 are	 the	 difficulty	 of	obtaining	the	perfect	stability	of	the	system,	the	robustness	of	the	set-ups	and	the	mechanical	hysteresis	they	involve	 	[1,12].	To	avoid	any	mechanical	 movement	 and	 to	 alleviate	 the	 above-mentioned	drawbacks,	opto-electronically	controlled	devices,	such	as	spatial	light	modulators	 (SLMs)	 and	 liquid	 crystal	 variable	 retarder/wave	 plate	have	 been	 introduced	 in	 PSI	 systems	 to	 produce	 the	 needed	 phase	shifts	 	[13,14].	 As	 opto-electronically	 controlled	 devices	 can	 be	manipulated	by	a	computer,	automatic	systems	are	easily	configured,	thus	 both	 the	 stability	 and	 the	 speed	 of	 these	 systems	 are	 greatly	improved		[15].	Among	the	opto-electronically	controlled	devices,	the	
electronically	tunable	lenses	(ETL)	are	increasingly	utilized	in	optical	research	and	technology	because	they	can	provide	easy	control	of	the	optical	 power	 of	 imaging	 systems	 	[16,17].	 Although	 the	 use	 of	 the	ETLs	has	extended	to	many	applications,	up	to	the	best	knowledge	of	the	 authors,	 this	 is	 the	 first	 proposal	 of	 its	 use	 as	 a	 PSI	 device.	Notwithstanding	the	ETL	operating	as	a	PSI	device	can	be	utilized	in	any	 interferometric	 technique,	 we	 illustrate	 this	 method	 in	 digital	holographic	 microscopy	 (DHM)	 	[14,18,19],	 as	 we	 produce	quantitative	phase	images	of	two	biological	specimens.	In	Fig.	1,	a	phase-shifting	DHM	(PSI-DHM)	operating	with	an	ETL	as	phase-shifting	device	is	illustrated.	The	set-up	is	based	on	a	modified	Mach-Zenhder	interferometer	with	the	insertion	of	the	ETL	to	operate	as	 a	 PSI	 device.	 The	 light-beam	 emitted	 by	 a	 He-Ne	 laser	 with	wavelength	  λ = 633 	nm	is	spatial	filtered	and	then	collimated	by	the	CL	lens	of	focal	length	 200CLf = 	mm.	The	resulting	collimated	beam	impinges	on	a	cube	beam	splitter	(BS1)	to	create	the	object	(O)	and	the	reference	 (R)	 waves.	 At	 the	 sensor	 plane,	 the	 interference	 pattern	between	 the	 latter	 waves,	 known	 as	 hologram,	 is	 recorded.	 At	 the	recording	plane,	the	object	wave	is	produced	by	a	regular	microscopy	imaging	system	that	produces	a	magnified	image	of	the	specimen.	To	ease	the	phase	imaging,	the	imaging	system	is	composed	by	an	infinity-corrected	microscope	objective	(MO)	and	a	tube	lens	(TL),	operating	in	an	 optimized	 telecentric	 regime	 	[20].	 To	 numerically	 recover	 the	complex	object	wave	field	scattered	by	the	specimen,	we	choose	the	method	proposed	by	De	Nicola	et	al.		[21]	based	on	four	phase	shifted	holograms.	 To	 introduce	 the	 controlled	 phase	 shifts	 needed	 in	 the	recorded	holograms,	we	propose	the	insertion	of	an	ETL	in	the	path	of	the	 reference	 wave.	 As	 shown	 in	 Fig.	 1,	 the	 ETL	 is	 placed	 at	 the	common	 focal	 plane	 of	 an	 afocal	 relay	 system	 composed	 by	 two	converging	lenses	of	focal	lengths	 fL1 = 150 	mm	and	 fL2 = 200 	mm.	These	focal	lengths	have	been	chosen	in	order	to	match	the	size	of	the	output	beam	of	the	relay	system	to	completely	illuminate	the	sensor	area	of	the	camera.	The	hallmark	of	the	ETLs	is	the	possibility	of	tuning	its	optical	power	by	changing	an	applied	voltage		[22].	The	change	of	optical	power	is	achieved	by	modifying	the	geometry	of	a	liquid	drop,	see	 Fig.	 2.	 Such	 modification	 can	 be	 utilized	 to	 produce	 controlled	phase	shifts	with	great	stability	and	accuracy.	
	Fig.	1		Proposed	set-up	to	provide	PSI	using	an	electronically	tunable	lens	(ETL),	which	 is	 inserted	at	the	common	focal	plane	of	an	afocal	relay	 system.	 CL,	 collimating	 lens;	 BS1	 and	 BS2,	 are	 cubes	beamsplitters;	 O,	 object	 wave;	 R,	 reference	 wave;	 M1	 and	 M2,	 are	mirrors;	L1	and	L2,	converging	lenses.	The	microscope	objective	MO	and	a	tube	lens	TL	operated	in	telecentric	configuration.	To	 understand	 how	 a	 change	 in	 the	 voltage	 applied	 to	 the	 ETL	introduces	 a	 phase-shift,	 we	 calculate	 the	 optical	 phase	 difference	(OPD),	without	the	specimen	in	place,	between	both	interfering	waves.	The	OPD	at	the	sensor	plane	of	Fig.	1	can	be	expressed	as	the	difference	between	the	optical	path	length	of	the	reference	wave,	OPLR,	and	that	of	the	object	wave,	OPLO,		 R OOPD OPL OPL= − 		 (1)	
To	 compute	 OPLR,	 note	 in	 Fig.	 1	 that	 the	 reference	 beam	 passes	through	three	different	optical	elements:	L1,	L2,	and	ETL.	In	particular,	the	 ETL	 is	 composed	 by	 two	 media	 whose	 individual	 thicknesses-shape	 varies	with	 the	 applied	 voltage	 by	 keeping	 constant	 the	 total	thickness,	 ETL CD Oild d d= + .	The	radius	of	curvature	of	the	oil	phase	is	estimated	to	be	between	31,8	mm	and	37	mm	for	the	range	of	voltages	applied	to	the	ETL.	As	the	sample	is	not	in	place,	the	 OOPL 	can	be		
	Fig.	 2	 	 Electronically	 tunable	 lens	 (ETL)	 schematics.	 In	 green,	 the	conductive	phase	with	refraction	index	nCD	and	in	blue	the	oil	phase	with	refraction	index	nLL.	dETL	is	the	total	thickness	of	the	ETL,	dOil	and	dCD	are	thicknesses	at	the	center	of	the	ETL.	considered	as	a	constant	bias	 in	the	general	 OPD 	 term.	With	these	considerations	and	after	some	algebra,	Eq.	(1)	can	be	written	as:		 ( ) ( ),CD Oil CDOPD C n n d V= + − 		 (2)	where	 CDn 	 and	 Oiln 	 are,	 the	 refraction	 indexes	of	 the	 conductive	and	oil	phases,	respectively	(see	Fig.	2).	Besides,	
1 1 2 2( 1) ( 1)L L L L Oil ETLC n d n d n d= − + − + 																		(3)	is	 a	 constant	 that	 depends	 on	 the	 refractive	 indexes	 and	 the	thicknesses	 of	 the	 optical	 elements	 inserted	 in	 the	 reference	 arm.	Finally	 ( )CDd V 	is	the	thickness	of	the	conductive	phase,	which	can	be	modified	by	applying	different	voltages	to	the	ETL.	As	a	result,	a	voltage	variation	 of	 the	 ETL	 introduces	 a	 change	 in	 the	 OPD,	 which	 is	translated	into	a	phase	shift	by	
	 2 ,OPDπΔϕ
λ
= 		 (4)	
with	λ	the	illumination	wavelength.	Eq.	(4)	confirms	that	ETLs	can	be	 used	 to	 generate	 phase-shifts,	 when	 using	 their	 central	 region.	Despite	the	fact	that	the	above	calculation	of	the	OPD	is	performed	for	the	 optical	 axis,	 the	 use	 of	 a	 relay	 system	 operating	 in	 telecentric	regime	allows	its	extension	to	the	whole	field	of	illumination,	see	Fig.	1.	The	latter	assumption	is	valid	if	the	focused	beam	can	be	considered	to	be	a	point	at	the	axial	point	of	the	diopter	that	separates	the	two	media	in	the	ETL.	According	to	Siegman	[23],	for	the	case	of	the	lens	L1,	the	spot	diameter	is	about	7.5	µm.	This	 is	considerably	smaller	than	the	diopter	diameter.	Thus,	we	can	ignore	the	curvature	of	the	diopter	and	consider	 all	 the	 thicknesses	mentioned	 in	 Eq.	 (2)	 and	 (3)	 to	 be	 not	functions	of	x	and	y,	that	is,	the	lateral	coordinates.	Other	parameter	of	the	focused	beam	is	the	Rayleigh	range,	which	is	this	case	was	zR=70	
µm.	This	range	covers	by	large	the	shift	suffered	by	the	axial	point	of	the	diopter	in	the	whole	experiment..		 		
	Fig.	3		Experimental	holograms	as	an	ETL	is	used	as	phase-shifting	device.	The	arrow	marks	a	given	fringe	as	it	is	moved	in	regard	with	the	fixed	square.	To	 confirm	 the	 use	 of	 the	 ETL	 as	 a	 phase-shifting	 device,	 we	recorded	a	set	of	holograms	after	tuning	the	voltage	of	the	ETL,	see	Fig.	3.	For	this	experiment	we	used	a	CCD	camera	of	1224	×	1024	square	pixels	(6.9	µm	width)	the	liquid	lens	ARTIC	39N0	(VARIOPTIC)		[22].	The	ARTIC	39N0	has	a	nominal	optical	aperture	of	 φPTLL = 3.5 	mm,	a	maximum	 wavefront	 error	 of	 50	 nm	 and	 transmission	 of	 97%	 at	
 λ = 587 	 nm.	 According	 to	 manufacturer’s	 datasheet,	 the	 relation	between	the	applied	voltage	and	the	thickness	of	the	conductive	phase	is	 	 ( )CDd V 0.0138V 1.8764.= − + 		 (5)	Even	 though	 a	 voltage	 is	 applied	 to	 the	 ETL,	 according	 to	 the	manufacturer’s	datasheet	 the	 range	of	 the	consumed	current	by	 the	ETL	is	in	the	order	of	microamperes,	thus	any	heating	is	negligible.		As	shown	in	Fig.	3,	each	hologram	is	phase-shifted	with	respect	to	the	others.	From	these	data	we	found	that	a	voltage	change	of	0.5	V	produce	a	phase	shift	of	2π.	Therefore	we	could	state	that	π/2	shifts	can	be	obtained	with	voltage	steps	of	0.125V.	The	shown	holograms	are	 average	 images	 resulting	 from	 20	 shots	 at	 every	 voltage.	 The	correlation	parameter	between	those	20	images	in	each	case	is	above	0.98	±	0.02	(mean	±	std).	As	this	value	is	close	to	1,	we	can	conclude	that	 the	 PSI	 system	 implemented	with	 the	 ETL	 is	 highly	 stable	 and	accurate.	
	Fig.	4.	PSI-DHM	v.s.	Off-axis	telecentric	DHM.	(a)	QPI	of	a	Fresnel´ s	lens	 by	 PSI-DHM;	 (b)	 QPI	 of	 the	 same	 Fresnel´s	 lens	 by	 off-axis	telecentric	DHM	and	(c)	profiles	along	the	lines	of	panels	(a)	and	(b).	The	accuracy	of	 the	ETL	as	a	phase-shifting	device	was	 tested	by	contrasting	QPI	measurements	by	a	PSI-DHM	operating	with	an	ETL	as	phase-shifting	 device	 and	 by	 an	 off-axis	 optimized	 telecentric	DHM	 	[20].	 In	panel	 (a)/(b)	of	Fig.	4,	 the	QPI	map	produced	by	PSI-DHM/off-axis	telcentric	DHM	of	a	calibrated	Fresnel´ s	 lens	 is	shown.	According	with	the	color	bar,	both	methods	report	the	same	values	of	phase	for	the	target.	This	observation	is	confirmed	in	panel	(c),	where	profiles	 along	 the	 lines	 over	 the	 QPI	 maps	 are	 shown.	 The	 good	agreement	 between	 the	 phase	 measurements	 reported	 by	 both	methods	 constitute	 a	 proof	 of	 the	 accuracy	 of	 the	 measurements	performed	with	PSI-DHM	as	using	an	ETL	as	phase	shifting	device.		Once	the	accuracy	of	 the	ETL	as	a	PSI	device	has	been	tested,	we	performed	a	series	of	proof-of-concept	experiments	in	which	biological	samples	 are	 imaged	 by	 using	 a	 PSI-DHM	operating	with	 an	 ETL	 as	phase-shifting	device	as	that	illustrated	in	Fig.	1.	As	a	first	experiment,	we	image	a	section	of	the	thorax	of	a	Drosophila	melanogaster	fly.	 In	this	 case,	 the	 imaging	system	 is	 composed	by	a	10x/0.45	MO	and	a	tube	 lens	of	200	mm	 focal	 length.	 In	Fig.	 5,	we	 show	 the	 recovered	phase	 map	 of	 the	 sample	 after	 applying	 the	 proper	 reconstruction	algorithm		[21].	Note	that	details	of	the	internal	structure	of	the	section	of	the	thorax	of	the	Drosophila	melanogaster	fly	are	clearly	visible.	In	fact,	we	can	identify:	(1)	the	digestive	tract,	(2)	the	bundle	of	muscle	cells	 responsible	 for	 the	 flight,	 (3)	 a	 few	 bundles	 of	 muscle	 cells	transversally	cut	and	(4)	the	longitudinal	section	of	a	bundle	of	muscle	cells.		
	Fig.	5		QPI	of	a	section	of	the	thorax	of	a	Drosophila	melanogaster	fly	via	PSI-DHM	by	using	ETL	as	phase	shifting	device.	Some	parts	of	the	image	are	labeled	and	pseudo	colored	for	better	visualization.	See	text	for	further	details.	As	a	second	experiment,	we	image	human	red	blood	cells	(RBCs).	The	sample	is	prepared	by	smearing	a	blood	drop	on	a	glass	slide.	The	smeared	 blood	 is	 dried	 out	 at	 room	 temperature	 in	 a	 dust-free	environment.	 For	 this	 case,	 a	 50x/0.55	 MO	 is	 used.	 The	 recovered	phase	image	of	the	human	RBCs	is	shown	in	Fig.	6.	Note	that	in	Fig.	6	the	measured	phase	has	been	converted	into	the	optical	thickness	of	the	specimen.	This	is	done	by	considering	that	the	measured	phase	is	related	with	the	thickness	of	the	sample	t,	the	refractive	index	of	the	sample	ns,	 and	 the	 surrounding	nm	 via	 ( )2 s mn nφ π λ= − ;	 for	 this	experiment	ns	=	1.406		[24],	nm	=	1	and	λ	=	633	nm.		
	Fig.	 6	 	 QPI	 of	 human	 RBCs	 via	 PSI-DHM	 by	 using	 ETL	 as	 phase	shifting	 device.	 Panel	 (a)	 is	 the	 recovered	 image	 in	 terms	 of	 optical	thickness	and	panel	(b)	is	its	3D	view.	In	summary,	in	this	letter	we	have	presented	the	use	of	an	ETL	as	an	accurate	phase-shifting	device.	The	main	advantage	is	that	the	phase	shifting	 is	 obtained	 avoiding	 any	mechanical	movements.	 Using	 the	ETL	ARTIC	39N0,	we	can	obtain	phase-shifts	of	2 /5π rad	every	100	mV,	which	allows	a	precise	setting	of	the	needed	phase	shifts	for	the	implementation	 of	 any	 phase	 recovering	 via	 PSI.	 Even	 though	 the	method	can	be	utilized	in	any	interferometry	essay,	the	performance	of	the	ETL	as	phase-shifting	device	has	been	experimentally	validated	in	phase	shifting	DHM	(PSI-DHM).	Specifically,	we	have	imaged	a	section	of	the	thorax	of	a	Drosophila	melanogaster	fly	and	human	RBCs.	Our	experimental	results	show	a	great	performance	over	the	whole	FOV,	providing	QPIs	of	great	quality	and	accuracy	 for	analyzing	biological	samples.		
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